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Abbreviations and taxonomy related to the Wuhan virus are not used in any systematic way, 
i.e., there are multiple different designations and abbreviations for the “Wuhan virus” in this 
document. They all relate to the same viral agent. We use the term “SARS-related 
Coronavirus” to include the SARS virus as well as the clade of betacoronaviruses known to 
be associated with (mainly) rhinolophid bats across the Palearctic. The latest taxonomy 
classifies these viruses in a subgenus termed Sarbecovirus. 
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Background 

We used known SARS- and SARS-related coronaviruses (bat viruses from our own studies 
as well as literature sources) to generate a non-redundant alignment (excerpts shown in 
Annex). We designed candidate diagnostic RT-PCR assays before release of the first 
sequence of the Wuhan virus. Upon sequence release, three assays were selected based 
on their matching to the Wuhan virus as per inspection of the sequence alignment (Figures 1 
and 2). 


All assays can use SARS-CoV genomic RNA as positive control. Synthetic control 
RNA for Wuhan virus will be provided shortly. 


First line screening assay: E gene assay 
Confirmatory assay: RdRp gene assay 
Additional confirmatory assay: N gene assay 


Orf1a Orf1ab S EM N 


MN908947 Wuhan-Hu-1 
NC_004718 SARS-CoV 





15,361 - 15,460 26,141 - 26,253 28,555 - 28,682 
RdRp E N 


Figure 1 relative positions of amplicon targets on SARS-CoV ad Wuhan-CoV genome. N: 
nucleocapsid; ORF: open reading frame; RdRp: RNA-dependent RNA polymerase. Numbers below 
amplicon are genome positions according to SARS-CoV, NC_004718. 


Materials and assay formulation 


Clinical samples and CoV cell culture supernatants 

Respiratory samples were obtained during 2019 from patients hospitalized at Charité 
medical center and tested by the NxTAG® Respiratory Pathogen Panel (Luminex) or in 
cases of MERS-CoV by the MERS-CoV upE assay as published before (1). 


Cell culture supernatants from typed coronaviruses were available at our research and 
clinical laboratories. The typed avian influenza virus RNA (H5N1) was obtained from the 
German Society for Promotion of Quality Assurance in Medical Laboratories (INSTAND) 
proficiency testing panels. RNA was extracted from clinical samples by using the MagNA 
Pure 96 system (Roche) and from cell culture supernatants by the viral RNA mini kit 
(Qiagen). 


Assay design 

For oligonucleotide design and in-silico evaluation we downloaded all complete and partial (if 
>400 nucleotides) SARS-related virus sequences available at GenBank by January 1st, 
2020. The list (n=729 entries) was manually checked and artificial sequences (lab-derived, 
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synthetic etc.), as well as sequence duplicates removed, resulting in a final list of 375 
sequences. These sequences were aligned and the alignment used for assay design. The 
alignment was later complemented by sequences released from the Wuhan cluster. All 
presently release sequences match the amplicons (Figure 2). An overview of oligonucleotide 
binding sites in all unique sequences of bat-associated SARS-related viruses is shown in the 
appendix. 


pSARS- 

RdRP gene pSARS-F O We eRe eMeeTe ness pSARS-R 

HERAS 2 Le. Sea ees 
WH-Human_1|China|2019-Dec GTGAAATGGTCATGTGTGGCGG CCAGGTGGAACCTCATCAGGAGATGC TATGCTAATAGTGTTTTTAACATTTG 
BetaCoV/Wuhan/IPBCAMS-WH-01/2019/EPI_ISL_402123 - - + 6 6 6 ee te eee ee ee es 
BetaCoV/Wuhan/IVDC-HB-01/2019|EPI_LISL_402119 wt tt te te ee eee ee 
BetaCoV/Wuhan/IVDC-HB-04/2020|EPI_ISL_402120 6h) (86. e Le ease whe SERS Ee ar || Reh CRs ae Meese Dee See as Sows A sie mes po 020 Oa A OARe AA 
BetaCoV/Wuhan/IVDC-HB-O5/2019|/EPILISL_402121 «we ee et ee te ee ee ee ee ee ee ee eee ee 
BetaCoV/Wuhan WIVO4/2019JEPI_ISL_ 402124 = ss eer eee nee ses ase ne ners Fee ..<osoopso< conse. ooo. «e. ......... ene recesses <)... 
Mg772933 Bat SARS-related CoV (bat-SL-CoVZC45) bee a E aT a E E a L ve Mera ERES Pata are ers e a Gn as GC 
NC_004718 Human SARS-related CoV (e.g. Frankfurt 1) A E E O 8 a eee a a 6 Ae Bice. ete, Le rears eesti Dan e ie aces, Sree Cais, a de oe eels 
NC_014470 Bat SARS-related CoV (BM48-31/BGR/2008) > -<> + + + + + + ace qi did ke AY ur antes Cen oR toes a ea ee Ee ee oe ee R Cs Gh Sie Sree As 


E Sarbeco F E Sarbeco P E Sarbeco R 


E gene AS PL ee AI 
WH-Human_1|China|2019-Dec ACAGGTACGTTAATAGTTAATAGCGT ACACTAGCCATCCTTACTGCGCTTCGATTGTGTGCGTACTGCTGCAATAT 
BetaCoV/Wuhan/IPBCAMS-WH-01/2019JEPI_ISL_402123 -----..—.—.—...... ee 
BetaCoV/Wuhan/IVDC-HB-01/2019/EPI_ISL_ 402119 iw tt tt es 
BetaCoV/Wuhan/IVDC-HB-04/2020|EPI_ISL_402120 s somos ajs ee 
BetaCoV/Wuhan/IVDC-HB-05/2019/EP1_ISL_402121 it tt et ee ee ee 
BetaCoV/Wuhan/WIVO4/2019/EPI_ISL_402124 $= «sss senses oonooooooonsos$s$ss$s$ $... +. +... ....2..2..2.02 rseeerere es sertserersonrseeesererenes 
Mg772933 Bat SARS-related CoV (bat-SL-CoVZC45) tt tt tt ee et ee he we ee ew ee ew me ee eh ee ee ew we ee sas 
NC_004718 Human SARS-related CoV OG: FRANKIE TD oaa AS ee ss Ne ee te a a ara ore Aa Sd e Sel aoe <a BPR ete Oe ee fel ais) a a Boe 6) e) orien A aire 
NC_014470 Bat SARS-related CoV (BM48-31/BGR/2008) Cate Os) ah, aa ade eee, aaa aña aa ae wrist O A Pavia, añ as ¿al Pta a 


N_Sarbeco_F N_Sarbeco_P N_Sarbeco_R 
N gene AAA ee 86h 


WH-Human_1|China|2019-Dec CACATTGGCACCCGCAATC ACTTCCTCAAGGAACAACATTGCCA CAAGECTETTCTEGTFECTE 
BetaCoV/Wuhan/IPBCAMS-WH-01/2019/EP1_1SL_402123 tt tt tt ee ee ee 
BetaCoV/Wuhan/IVDC-HB-O1/2019|/EPILISL_402119 - - .— tt tt te ew oes osme ee ee ee ee rss 
BetaCoV/Wuhan/IVDC-HB-04/2020jEPI_ISL_402120 it te te ee ee ee eee 
BetaCoV/Wuhan/IVDC-HB-O5/2019/EPI_ISL_402121 i tt te ama e ee ee ee ee ee eh eee ee eee ee 
A IIA ET ll (le Dane AO Gat tee eta a ete Wie A Yoana a) MAA Gian Gauge me. eens 
Mg772933 Bat SARS-related CoV (bat-SL-CoVZC45) tit tt tt ee ee ee i (eee a VE ss 6 as 
NC_004718 Human SARS-related CoV (e.g. Framkhrt dk fe ee a e a a wer oe a o a a A a aa ‘eile (ar 
NC_014470 Bat SARS-related CoV (BM48-31/BGR/2008) tt + + +... +... . +. Ge e .. GT- A- <A... Tue T A O ra C: eGen i TAA 


Figure 2 Partial alignments of oligonucleotide binding regions. Panels show six available 
sequences of the Wuhan-CoV, aligned to the corresponding partial sequences of SARS-CoV strain 
Frankfurt 1, which can be used as a positive control for all three RT-PCR assays. The alignment also 
contains the most closely-related bat virus (Bat SARS-related CoV isolate bat-SL-CoVZC45, 
GenBank Acc.No. MG772933.1) as well as the most distant member within the SARS-related bat CoV 
clade, detected in Bulgaria (GenBank Acc. No. NC_014470). Dots represent identical nucleotides 
compared to Wuhan-Hu 1. Substitutions are specified. More comprehensive alignments in the 
Appendix. 


Real-time reverse-transcription polymerase chain reaction 

All assays used the same conditions. Primer and probe sequences, as well as optimized 
concentrations are shown in Table 1. A 25-ul reaction was set up containing 5 ul of RNA, 
12.5 ul of 2 X reaction buffer provided with the Superscript III one step RT-PCR system with 
Platinum Tag Polymerase (Invitrogen; containing 0.4 mM of each deoxyribonucleotide 
triphosphates (dNTP) and 3.2 mM magnesium sulfate), 1 ul of reverse transcriptase/Taq 
mixture from the kit, 0.4 ul of a50 mM magnesium sulfate solution (Invitrogen — not provided 
with the kit), and 1 ug of nonacetylated bovine serum albumin (Roche). All oligonucleotides 
were synthesised and provided by Tib-Molbiol, Berlin. Thermal cycling was performed at 
55°C for 10 min for reverse transcription, followed by 95°C for 3 min and then 45 cycles of 
95°C for 15 s, 58°C for 30 s. 
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Table 1. Primers and probes 


Optimized concentrations are mol per liter of final reaction mix. 

(e.g., 1.5 microliters of a 10 micromolar (uM) primer stock solution per 25 microliter (ul) total reaction volume yields a final 
concentration of 600 nanomol per liter (nM) as indicated in the table) 

-note that standard, non-optimized reaction conditions as indicated by suppliers of one-step RT-PCR kits will generally yield 
sufficient sensitivity- 


Assay/ Oligonucleotide Sequence (5'-3”) Comment 
Use ID 


RdRP RdRP_SARSr-F2 GTGARATGGTCATGTGTGGCGG use 600 nM per reaction 
gene 
A RdRP_SARSr-R1 | CARATGTTAAASACACTATTAGCATA use 800 nM per reaction 


RdRP_SARSr-P2 FAM-CAGGTGGAACCTCATCAGGAGATGC- Specific for Wuhan-CoV, will not detect SARS- 
BBQ CoV 
use 100 nM per reaction and mix with P1 


RdRP_SARSr-P'1 FAM- Pan Sarbeco-Probe, will detect Wuhan virus, 
CCAGGTGGWACRTCATCMGGTGATGC- SARS-CoV and bat-SARS-related CoVs 
BBQ use 100 nM per reaction and mix with P2 


E gene E Sarbeco F1 ACAGGTACGTTAATAGTTAATAGCGT use 400 nM per reaction 
E Sarbeco R2 ATATTGCAGCAGTACGCACACA use 400 nM per reaction 


E Sarbeco P1 FAM-ACACTAGCCATCCTTACTGCGCTTCG- use 200 nM per reaction 
BBQ 


N gene N_Sarbeco_F1 CACATTGGCACCCGCAATC use 600 nM per reaction 
N_Sarbeco_R1 GAGGAACGAGAAGAGGCTTG use 800 nM per reaction 


N _Sarbeco_P1 FAM-ACTTCCTCAAGGAACAACATTGCCA- use 200 nM per reaction 
BBQ 





W is A/T; R is G/A; M is A/C ; FAM, 6-carboxyfluorescein; BBQ, blackberry quencher 


Technical sensitivity testing 


Preliminary assessment of analytical sensitivity for RdRp assay. 


We tested purified cell culture supernatant containing SARS-CoV strain Frankfurt-1 
virions grown on Vero cells, and quantified by real-time RT-PCR assay as described in 
Drosten et al. (2) using a specific in-vitro transcribed RNA quantification standard. The 
results are shown in Figure 3. All assays are highly sensitive. 
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Fraction positive 
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Figure 3A First line assay: E gene 
Technical limit of detection (LOD) = 5.2 RNA copies/reaction, at 95% 
hit rate; 95% Cl: 3.7-9.6 RNA copies/reaction. 


Legend to these figures: X-axis shows input RNA 
copies per reaction. Y-axis shows positive results in all 
parallel reactions performed, squares are experimental 
data points resulting from replicate testing of given 


Fraction positive 


concentrations (x-axis) in parallels assays (8 replicate 
reactions per datum point). The inner line is a probit 
curve (dose-response rule). The outer dotted lines are 
95% confidence intervals. 
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Figure 3B. Confirmatory assay: RdRP gene 
Technical LOD = 3.8 RNA copies/reaction, at 95% 
hit rate; 95% Cl: 2.7-7.6 RNA copies/reaction. 
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Figure 3C: Second confirmatory assay: N gene 
Technical LOD = 8.3 RNA copies/reaction, at 95% 
hit rate; 95% Cl: 6.1-16.3 RNA copies/reaction. 
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Breadth of detection 


To show that the assays will detect other bat-associated SARS-related viruses, we tested 
bat-derived fecal samples available from Drexler et al., (3) und Muth et al., (4) using the 
novel assays. 


KC633203, Betacoronavirus BtCoV/Rhi_ eur/BB98-98/BGR/2008 
KC633204, Betacoronavirus BtCoV/Rhi_ eur/BB98-92/BGR/2008 
KC633201, Betacoronavirus BtCoV/Rhi_ bla/BB98-22/BGR/2008 
GU190221 Betacoronavirus Bat coronavirus BR98-19/BGR/2008 
GU190222 Betacoronavirus Bat coronavirus BM98-01/BGR/2008 
GU190223, Betacoronavirus Bat coronavirus BM98-13/BGR/2008 


All samples were successfully tested positive by the E gene assay. Detection of these 
relatively distant members of the SARS-related CoV clade suggests that all Asian viruses 
are likely to be detected. 


Specificity testing 


1. Chemical stability 

To exclude non-specific reactivity of oligonucleotides among each other, all assays were 
tested 40 times in parallel with water and no other nucleic acid except the provided 
oligonucleotides. In none of these reactions was any positive signal detected. 


2. Cross-reactivity with other coronaviruses 

Cell culture supernatants containing human coronaviruses (HCoV)-229E, -NL63, -OC43, and 
-HKU1 as well as MERS-CoV were tested in all three assays (Table 2). For the non- 
cultivable HCoV-HKU1, supernatant from human airway culture was used. Virus RNA 
concentration in all samples was determined by specific real-time RT-PCRs and in-vitro 
transcribed RNA standards designed for absolute viral load quantification. 
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Table 2. Cell-culture supernatants tested by all assays 


Cell culture Cell culture supernatants | Tested concentration = concentration 


Human coronavirus NL63 4x10“9 RNA copies/ml No reactivity with any of three 
assays 


Human coronavirus 229E 3x10%9 RNA copies/ml No reactivity with any of three 
assays 


_ i i 


Betacoronavirus 1 1x10“10 RNA copies/ml No reactivity with any of three 
(strain HCoV-OC43) assays 


Human coronavirus HKU‘ 1x10“5 RNA copies /ml No reactivity with any of three 
(HCOV-HKU1) assays 


Middle East respiratory syndrome-related 1x10%8 RNA copies/ml No reactivity with any of three 
coronavirus assays 
(strain EMC/2012) 
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3. Tests of human clinical samples previously tested to contain respiratory viruses 


All assays were applied on human clinical samples from our own diagnostic services, 
previously tested positive for the viruses listed in Table 3. All tests returned negative results. 


Table 3. Tests of known respiratory viruses and bacteria in clinical samples 


Clinical samples with known viruses Number of 
samples tested in all three 
assays 


Influenza A (H1N1/09) a: 

Influenza A (H3N2) 

Influenza A(HSN1) 

Respiratory syncytial virus (A/B) _ « | 

Total clinical samples 
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Annex: 


RdRP_SARSr-P2 


RdRP_SARSr_Oligos 


WH-Human_1 | China| 2019-Dec 

BetaCoV/Wuhan/IPBCAMS-WH-01/2019| EPI_ISL_402123 
BetaCoV/Wuhan/IVDC-HB-01/2019| EPI_ISL_402119 
BetaCoV/Wuhan/IVDC-HB-04/2020| EPI_ISL_402120 
BetaCoV/Wuhan/IVDC-HB-05/2019 | EPI_ISL_402121 

BetaCoV/Wuhan/WIV04/2019 | EPI_ISL_402124 

NC_004718 (SARS coronavirus, complete genome) 

DQ022305 (Bat SARS coronavirus HKU3-1, complete genome) 

AB889995 (SARS bat coronavirus RdRp gene for RNA dependent RNA polymerase, p... 
AB889998 (SARS bat coronavirus RdRp gene for RNA dependent RNA polymerase, p... 
DQ412043 (Bat SARS coronavirus Rm1, complete genome) 

JX993987 (Bat coronavirus Rp/Shaanxi2011, complete genome) 


KF294442 (SARS-related bat coronavirus isolate Longquan-4 RNA-dependent RNA po... 


KF294455 (SARS-related bat coronavirus isolate Anlong-111 orfiab polyprotein and ... 
KF294456 (SARS-related bat coronavirus isolate Jiyuan-331 orf1ab polyprotein gene, ... 
KJ473811 (BtRf-BetaCoV/JL2012, complete genome) 

KJ473813 (BtRf-BetaCoV/SX2013, complete genome) 

KJ473814 (BtRs-BetaCoV/HuB2013, complete genome) 

KU973690 (SARS-related coronavirus isolate F29 RARP mRNA, partial cds) 


MG772846 (Bat SARS-like coronavirus isolate bat-SL-CoVDXC80 RNA-dependent RNA... 
MG772849 (Bat SARS-like coronavirus isolate bat-SL-CoVDXC66 RNA-dependent RNA... 
MG772862 (Bat SARS-like coronavirus isolate bat-SL-CoVZ2_113 RNA-dependent RNA... 


MG772867 (Bat SARS-like coronavirus isolate bat-SL-CoVZ2_99 RNA-dependent RNA... 
MG772870 (Bat SARS-like coronavirus isolate bat-SL-CoVZ2_76 RNA-dependent RNA... 
MG772879 (Bat SARS-like coronavirus isolate bat-SL-CoVZ2_46 RNA-dependent RNA... 
MG772886 (Bat SARS-like coronavirus isolate bat-SL-CoVZ2_8 RNA-dependent RNA p... 
MG772891 (Bat SARS-like coronavirus isolate bat-SL-CoVZ2_1 RNA-dependent RNA p... 


MG772903 (Bat SARS-like coronavirus isolate bat-SL-CoVZXC44 RNA-dependent RNA... 


MG772933 (Bat SARS-like coronavirus isolate bat-SL-CoVZC45, complete genome) 
MG772934 (Bat SARS-like coronavirus isolate bat-SL-CoVZXC21, complete genome) 
KY352407 (Severe acute respiratory syndrome-related coronavirus strain BtKY72, co... 
NC_014470 (Bat coronavirus BM48-31/BGR/2008, complete genome) 


KC633199 (Betacoronavirus BtCoV/Rhi_fer/it17/ITA/2009 RNA-dependent RNA polym... 
KC633200 (Betacoronavirus BtCoV/Rhi_fer/It2/ITA/2009 RNA-dependent RNA polyme... 
KC633202 (Betacoronavirus BtCoV/Rhi_eur/BB99-04/BGR/2009 RNA-dependent RNA... 
KC633203 (Betacoronavirus BtCoV/Rhi_eur/BB98-98/BGR/2008 RNA-dependent RNA... 
KC633206 (Betacoronavirus BtCoV/Rhi_fer/It15/ITA/2009 RNA-dependent RNA polym... 


KC633211 (Betacoronavirus BtCoV/Rhi_hip/RO7-09/SPA/2010 RNA-dependent RNA p... 
KC633213 (Betacoronavirus BtCoV/Rhi_hip/R46-03/SPA/2010 RNA-dependent RNA p... 


KC633220 (Betacoronavirus BtCoV/Rhi_hip/Slo52/SLO/2009 RNA-dependent RNA pol... 


E_Sarbeco_assay 


WH-Human_1 | China| 2019-Dec 
BetaCoV/Wuhan/IPBCAMS-WH-01/2019| EPI_ISL_402123 
BetaCoV/Wuhan/IVDC-HB-01/2019]|EPI_ISL_402119 
BetaCoV/Wuhan/IVDC-HB-04/2020 | EPI_ISL_402120 
BetaCoV/Wuhan/IVDC-HB-05/2019] EPI_ISL_402121 
BetaCoV/Wuhan/WIV04/2019 | EPI_ISL_402124 

NC_004718 (SARS coronavirus, complete genome) 

EU371564 (SARS coronavirus BJ182-12, complete genome) 

AY559095 (SARS coronavirus Sin847, complete genome) 

FJ882956 (SARS coronavirus ExoN1 isolate P3pp53, complete genome) 
FJ882960 (SARS coronavirus ExoN1 isolate P3pp34, complete genome) 
FJ882961 (SARS coronavirus MA15 isolate P3pp5, complete genome) 
GQ153543 (Bat SARS coronavirus HKU3-8, complete genome) 


KY352407 (Severe acute respiratory syndrome-related coronavirus strain BtKY72, compl... 


NC_014470 (Bat coronavirus BM48-31/BGR/2008, complete genome) 


N_Sarbeco_Oligos 


WH-Human_1 | China| 2019-Dec 
BetaCoV/Wuhan/IPBCAMS-WH-01/2019| EPI_ISL_402123 
BetaCoV/Wuhan/IVDC-HB-01/2019| EPI_ISL_402119 
BetaCoV/Wuhan/IVDC-HB-04/2020 | EPI_ISL_402120 
BetaCoV/Wuhan/IVDC-HB-05/2019|EPI_ISL_402121 
BetaCoV/Wuhan/WIV04/2019 | EPI_ISL_402124 
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CACATTGGCACCCGCAATC--ACTTCCTCAAGGAACAACATTGCCA- - CAAGCCTCTTCTCGTTCCTC 
E> ES > =< ee 


NC_004718 (SARS coronavirus, complete genome) OF Soe Che Be ee Ce OEA Saa do: EUROS ONS CS CU Oe ee OSS A AI OD Ee eS we A A E SN 
DQ022305 (Bat SARS coronavirus HKU3-1, complete genome) at tt Cieee ee da ie ee NI mmi Ria Tetas a es Cacen s 
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KC881005 (Bat SARS-like coronavirus RsSHCO1 4, comp ete genome) DAM LO A AAA Coe E Cee ee A AAA REA MAA Bok OEA OE EE AA AAA Be IRA A E ANA C . a . 
KF294457 (SARS-related bat coronavirus isolate Longquan-140 orf1ab polyprotein,s.. «°° s**t tt ttt tts CA SOF ears Se ale SOE ee tes ee E Cae ieee mae a Sige “Se TESA BaP, Roe , ecg Ree 
KJ47381 4 (BtRs-BetaCoV/HuB201 3, complete genome) 8 Ara E OL OLA CLO WE RO E O ee Ee BE A A E E See Cea E E AA E a a E . E . E 
KJ47381 5 (BtRs-BetaCoV/GX201 3, complete genome) Baya, Wye eens sym a Be Searels eth aye 6) 8) AO le Ee AAA A BS ORR AA Be, olcel A A e o o ope C E O © 
KJ47381 6 (BtRs-BetaCoV/YN201 a complete genome) we Pie eae ee are T o Cow er ee Ma O FS 48 A a Oe M A on © Oe Oe O AS 6b ws E .. de . 
KP886808 (Bat SARS-like coronavirus YNLF_31 E complete genome) C6 DA A A E a a i ae See se Fe Cee A A ele wie A E w A ee IC Os C . 3 T . 
KY41 7143 (Bat SARS-like coronavirus isolate Rs4081 : complete genome) CT CO Se OE Bt NC Bevel aaa A UNA A be A M A Le A a Oe ee TA MIA A A ORL. OMe C . j j . 
KY417144 (Bat SARS-like coronavirus isolate Rs4084, complete genome) ae See ees HSA SE DS Be OR E E TK CC RO ee O O O th Comte tech O O kk E . T . 
KY41 7146 (Bat SARS-like coronavirus isolate Rs4231 A complete genome) oe A E E ET Oe Ce E O E O Oe Oe A RO Be ee TA E A eae a a A A A TR 88 E . 7 . 
MG772933 (Bat SARS-like coronavirus isolate bat-SL-COVZCAS, complete genome) 6 8 te et ece eja osas emo. Asiaa e ata «cc... +... .......«.... «+... sie LE A E 
KY352407 (Severe acute respiratory syndrome-related coronavirus strain BtKY72, CO... + + ++... ttt E TS soe se fas Theat +c Sis SAR SGC. SA AEE AG 
NC_014470 (Bat coronavirus BM48-31/BGR/2008, complete genome) i tt tt ts Gres. =—=GT*A* Arc... i eet OS A E ne E Ger ss TAA 


Annex figure. Non-redundant alignments of SARS-related CoVs focused on oligonucleotide 
binding sites of all assays (top to bottom: RdRp, E, N). Viruses not present in these 
alignments have been removed because their binding sites are 100% identical to one of the 
members of the alignment. (*--% means sequence gaps not covered by oligonucleotides. 
Note that these alignments contain only one sequence of the Wuhan virus while Figure 2 
above contains all presently released sequences. We will fuse this into one figure. 


Annex 2: Bench Protocol 


Berlin, 13.01.2020 


Real-time rtPCR for Betacoronavirus (Wuhan Betacoronavirus, Wu-Hu-1) 


Example formulation: 


Thermo Fischer /Invitrogen SuperScriptlll OneStep RT-PCR System with Platinum Taq DNA 


Polymerase 


E assay: 


MasterMix: 

H2O (RNAse free) 
2x Reaction mix* 
MgSO.4(50mM) 
BSA (1 mg/ml)** 
Fwd primer (10 uM) 
Rev primer (10 uM) 
Probe (10 uM) 


SSIll/Taq EnzymeMix* 


Template RNA 


RdRp- and N assay: 


MasterMix: 

H2O (RNAse free) 
2x Reaction mix* 
MgS0O4(590mM) 
BSA (1 mg/ml)** 
Fwd primer (10 uM) 
Rev primer (10 uM) 
Probe (10 uM) 


SSIII/Tagq EnzymeMix* 


Template RNA 


25ul 
single rxn, ul 


2.6 
12.5 
0.4 
1 
1 
1 
0.5 
1 
20 
5 


25ul 


single rxn, ul 


1.1 
12.5 
0.4 
1 
1.5 
2 
0.5 
1 
20 
5 


Cycler: 


55°C 
94°C 
94°C 
58°C 


40°C 


10’ 

3’ 

15 

30” |45x 


30” 


' = minutes; " = seconds 


Cycler: 
55°C 
94°C 
94°C 
58°C 


40°C 


10’ 

3’ 

1 5” 

30” |45x 


30” 


' = minutes; " = seconds 


* Thermo Fischer/Invitrogen: SuperScriptlll OneStep RT-PCR System with Platinum® Taq 


DNA Polymerase 


** MgSO4 (50 mM) [Sigma], This component is not provided with the OneStep RT-PCR kit 
*** non-acetylated [Roche]. This component is only necessary when using glass capillaries 
with LightCycler. Can be replaced with water in plastic vessel machines such as ABI 7500, 


LC 480, etc. 


Primers / probe: See table 


Positive Control: SARS-CoV (e.g. strain Frankfurt 1) 
References: Corman/Drosten, unpublished 


Assay/ 
Use 


RdRP 
gene 


E gene 


N gene 


Oligonucleotide 
ID 


RdRP_SARSr-F2 


RdRP_SARSr-R1 


RdRP_SARSr-P2 


RdRP_SARSr-P1 


E Sarbeco_F1 
E Sarbeco R2 


E Sarbeco_P1 


N_Sarbeco_F1 
N_Sarbeco_R1 


N_Sarbeco_P1 


Sequence (5'-3”) 


GTGARATGGTCATGTGTGGCGG 


CARATGTTAAASACACTATTAGCATA 
FAM-CAGGTGGAACCTCATCAGGAGATGC- 
BBQ 


FAM- 
CCAGGTGGWACRTCATCMGGTGATGC- 
BBQ 
ACAGGTACGTTAATAGTTAATAGCGT 
ATATTGCAGCAGTACGCACACA 


FAM-ACACTAGCCATCCTTACTGCGCTTCG- 
BBQ 


CACATTGGCACCCGCAATC 
GAGGAACGAGAAGAGGCTTG 


FAM-ACTTCCTCAAGGAACAACATT GCCA- 
BBQ 


Berlin, 13.01.2020 


Comment 


use 600 nM per reaction 


use 800 nM per reaction 

Specific for Wuhan-CoV, will not detect 
SARS-CoV 

use 100 nM per reaction and mix with P1 
Pan Sarbeco-Probe, will detect Wuhan 
virus, SARS-CoV and bat-SARS-related 
CoVs 

use 100 nM per reaction and mix with P2 
use 400 nM per reaction 


use 400 nM per reaction 


use 200 nM per reaction 


use 600 nM per reaction 
use 800 nM per reaction 


use 200 nM per reaction 


